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Metals Analysis Note: 
The quantitation limits for several samples for tin were qualified estimated "UJ" due to a quality control sample outside of 
acceptance limits. 

The quantitation limit for uranium for sample 1203001-12 was qualified estimated "UJ" due to the absence of a second 
source quality control sample. 

Glycols by HPLC/MS/MS Note: 
All QC were within criteria. The quantitation limit for DiG was raised to 50ug/L and the quantitation limit for 2-Bu was 
raised to 25ug/L because of instrument response during initial calibration. On Demand protocols include the analysis of a 
low level blank spike at the quantitation limit. All low level blank spikes were within the OASQA limits of 60-140% 
recovery and are as follows: DiG: 66%, TriG: 61%, TeG: 66%, 2-Bu: 75%, 2-Me: 108%. 

SVOAs Analysis Note: 
Results for sample 1203001-08 are suspect. Although all QC and lab blanks are acceptable for sample 1203001-08, low 
levels of certain compounds detected indicate possible glassware contamination. 

The multiple TICs found in sample 1203001-01 are likely due to extraction of a pH strip that fell in the jar and was not able 
to be removed. 

For this project one additional compound is added to the SVOC analysis; 1-methylnaphthalene. This is a non-routine 
analysis. All current in-house quality control limits were met. 

For all samples, quantitation limits for 2,4-dinitrophenol are qualified estimated "UJ" due to exceeding calibration limits. For 
most samples, quantitation limits for benzo(k) fluoranthene are qualified estimated "UJ" due to exceeding calibration limits. 

For all samples, quantitation limits for 2,4-dinitrophenol are elevated due to zero percent recovery in the low-spike quality 
control check (BSl) and mid-low-spike quality control check (BS3). Results for the mid-level spike quality control check 
(BS2) are within acceptance limits; therefore, quantitation limits are raised to the mid-level value. For all samples, 
quantitation limits for 4,6-dinitro-2-methylphenol are qualified estimated "UJ" due to low percent recovery in the low-spike 
quality control check (BSl). In the report, only 21 compounds are reported for blank spike quality control check samples. 
Quality control information about the additional spiked compounds is available in the case file. 

Results for a limited number of compounds found in all samples have been qualified "B" because of contamination found in 
either the method blank, field blank, or equipment blank. 

VOA Analysis Note: 
A low level second source blank spike analyzed at a concentration of 2 ug/L had a recovery of 99%. A mid level second 
source blank spike analyzed at a concentration of 10 ug/L had a recovery of 101%. Matrix spike/matrix spike duplicate 
analysis was performed for sample 1203001-04. Matrix spike recoveries were 102% and 94%. 

Nitrite/Nitrate and Total Nitrogen Analysis Note: 
As required for this project, sample results for nitrate/nitrite were qualified "B" when the value was less than lOX the value 
reported for contaminated blanks. All samples with detectable results were qualified "B" due to field blank (FB21) 
contamination. 

Anions Analysis Note: 
As required for this project, sample results were qualified "B" when the values for chloride were less than lOX the value 
reported for the field blanks. Several samples were qualified "B" due to field blank (FB20) contamination. 
All required instrument QC was run and was within the required criteria. 

DIM0273792 DIM0273792 


